












 Clinical Q&A

9. How to judge the end point of treatment?

10. How many times is a course of treatment? How long is the treatment inter-
val? How long is the treatment cycle?

11. What kind of treatment effect will be achieved?

The skin temperature reaches around 42 ° C and  maintains for 5-10 minutes.

The recommended treatment should last once a week for three months. The  high-power radio 

frequency improves the treatment efficiency. Generally, only one treatment per week can achieve 

good results. Less than once a week will reduce the treatment effect. Usually after 8-10 treatments, 

it will have a significant effect on cellulite and change the body contour. Very few customers may 

need to do a longer treatment cycle.

Each treatment has a certain improvement on the patient's skin texture, but it is relatively slow.

The patient may consciously feel tighten their skin. The main effect is the reduction of local cellulite, 

the slimming of obese body, the reduction of the circumference, and the reduction of cellulite.

The effect of treatment varies from person to person. For those who are slightly less effective, 



 Clinical Q&A

12. Will there be adverse reactions?

such as those who improved cellulite after two treatments, consider appropriately increasing the 

number of treatments and extending the treatment cycle. In general,after 2-3 treatments, you can 

see obvious changes in the circumference, 7-8 treatments can reduce 5-6cm.

Certain side effects may be experienced during treatment or shortly afterwards,usually as a result of 

improper use of the system. Although these side effects are rare and temporary, they should be 

reported immediately to a physician for proper treatment.These are the side effects that may appear 

in the treatment area:

※Pain

※Excessive skin redness (Erythema)

※Hair tweezing

※Damage to natural skin texture (scratching, crusting, blister, burn)

※Bruising

                   

                  

       

           



BodyShape™ Clinical Q&A
13. What are the precautions after treatment?

The machine has better comfort during treatment and generally no serious adverse reactions, so

no special care is required.

If you feel overheated and erythema appears on your skin after treatment, you may consider 

using conventional physical cooling methods to cool down the corresponding area as appropriate.

If side effects such as burns occur, stop treatment; apply a suitable cooling lotion. The treatment 

can only be started again after the side effects have completely disappeared and the energy level on 

the parameters has been reduced.





Treatment Procedure 
  Always inspect the applicator for cleanliness and integrity. Make sure that there are no cracks or other 

damage to the applicator's components.

 Always use the correct modes and parameters (IR, RF and Vacuum), according to the patient’ s skin 

response and comfort.

There are two modes :Smooth and Shape. Usually select Soomth mode with Wsculptor applicator, Shape 

mode with Wtighten applicator. Strengthen local curve effect, shape mode also be selected.

Follow the section parameters and recommended mode as below.

 It is essential to use lotion or oil, (not gel, and not any other liquid) for optimal coupling and conductivity. 

Moisten the treatment area with lotion and rub it well into the skin using massage movements with gloved 

hands. Ensure that a thin layer of lotion (less than 1 mm) remains above the skin. Replenish the lotion only if it 

becomes difficult to move the applicator over the treated area.

Always test a small area with the selected parameters, and wait a few minutes to detect results of the 

tested area before proceeding with the treatment of the whole area.

Orient the applicator perpendicular to the treatment area.When pressing the applicator's trigger the skin 

will be lifted by the suction (and rotating rollers in the WSculpter Applicator), and drawn into the applicator 

chamber. If you hear air being sucked into the applicator chamber, this indicates that the applicator is not 

positioned properly on the skin. 

Operation process




































